[Problems in the determination of lactate dehydrogenase and in the automatic blood cell count in a case of cryoglobulinemia].
In a clinical case of cryoglobulinemia (type I), secondary to multiple myeloma, the authors found temperature-dependent changes in lactic dehydrogenase assay and automatic count of leukocytes and platelets.